Catheter tip entrapment with avulsion of tip: a potential complication of percutaneous transfemoral catheterization through aortofemoral bypass grafts.
A search of the literature revealed only one report [4] of catheter tip entrapment during percutaneous transfemoral catheterization in a patient with an aortofemoral bypass graft. We present another case.